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Comparative Analysis of the
Biaxial Mechanical Behavior
of Carotid Wall Tissue and
Biological and Synthetic
Materials Used for Carotid
Patch Angioplasty
Patch angioplasty is the most common technique used for the performance of carotid endarterectomy. A large number of patching materials are available for use while new materials are being continuously developed. Surprisingly little is known about the mechanical
properties of these materials and how these properties compare with those of the carotid
artery wall. Mismatch of the mechanical properties can produce mechanical and hemodynamic effects that may compromise the long-term patency of the endarterectomized
arterial segment. The aim of this paper was to systematically evaluate and compare the
biaxial mechanical behavior of the most commonly used patching materials. We compared PTFE (n ¼ 1), Dacron (n ¼ 2), bovine pericardium (n ¼ 10), autogenous greater
saphenous vein (n ¼ 10), and autogenous external jugular vein (n ¼ 9) with the wall of
the common carotid artery (n ¼ 18). All patching materials were found to be significantly
stiffer than the carotid wall in both the longitudinal and circumferential directions. Synthetic patches demonstrated the most mismatch in stiffness values and vein patches the
least mismatch in stiffness values compared to those of the native carotid artery. All
biological materials, including the carotid artery, demonstrated substantial nonlinearity,
anisotropy, and variability; however, the behavior of biological and biologically-derived
patches was both qualitatively and quantitatively different from the behavior of the
carotid wall. The majority of carotid arteries tested were stiffer in the circumferential
direction, while the opposite anisotropy was observed for all types of vein patches and
bovine pericardium. The rates of increase in the nonlinear stiffness over the physiological
stress range were also different for the carotid and patching materials. Several carotid
wall samples exhibited reverse anisotropy compared to the average behavior of the
carotid tissue. A similar characteristic was observed for two of 19 vein patches. The
obtained results quantify, for the first time, significant mechanical dissimilarity of
the currently available patching materials and the carotid artery. The results can be
used as guidance for designing more efficient patches with mechanical properties resembling those of the carotid wall. The presented systematic comparative mechanical analysis of the existing patching materials provides valuable information for patch selection
in the daily practice of carotid surgery and can be used in future clinical studies comparing the efficacy of different patches in the performance of carotid endarterectomy.
[DOI: 10.1115/1.4005434]
Keywords: carotid artery, endarterectomy, patch, biaxial test, external jugular vein,
greater saphenous vein, bovine pericardium, knitted Dacron patch, polytetrafluoroethylene patch

Introduction
Carotid endarterectomy (CEA) has remained the most common
procedure for management of significant carotid stenosis since it
was first reported by Eastcott et al. in 1954 [1–3]. The standard
approach for the performance of CEA involves a longitudinal arte1
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riotomy from the common to the internal carotid artery followed
by removal of the atherosclerotic plaque. There is significant
evidence that closing the longitudinal arteriotomy using a patch is
superior to primary closure in reducing the risk of restenosis and
improving both short and long term clinical outcomes [4–9]. In
addition, patches are commonly used to close arteriotomies in
other vascular beds, such as after endarterectomy and bypass
operations in the lower extremities.
Autologous vein (either greater saphenous or external jugular)
was the first material to be used as carotid patch. A vein provides
an endothelialized surface to the reconstructed arterial segment, is
relatively readily available, easy to handle, and has high resistance
to infection. Its disadvantages are the need for an additional
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incision to obtain it and occasional deterioration with aneurysmal
dilatation and rupture. A number of synthetic patches are now
available. The advantages of prosthetic patches include immediate
availability, avoidance of additional incision, and preservation of
the vein for future use in other cardiovascular operations. The
shortcomings of the prosthetic patches are higher thrombogenicity
and increased risk for infection. Today, a large variety of both
synthetic and biological patches are available for the care of
patients with carotid disease [3]. The most commonly used materials are synthetic polytetrafluoroethylene (PTFE) and textile Dacron
patches, xenogeneic bovine pericardium (BP) and autogenous vein
patches including external jugular (EJV) and greater saphenous
(GSV) veins.
Among other important characteristics such as impermeability,
thromboresistivity, biocompatibility and availability, an ideal
carotid patch should have similar mechanical properties to those
of the host artery [10–13]. Mismatch in mechanical properties
may stimulate local remodeling, compromise patch performance
and exacerbate the normal reparative process after endarterectomy
causing intimal hyperplasia in the repaired artery [14–18]. Results
of several clinical trials have supported this thesis by demonstrating fewer complications and lower restenosis rates for arteries
repaired with biological materials, and particularly vein patches,
versus synthetic PTFE or Dacron [5,8,19–22]. The synthetic
patches, however, are still widely used and are the patch of choice
among many vascular surgeons.
Substantial progress has been achieved in the study of tissue biomechanics [26,28,29,31]. This includes both complex multi-axial
experimentation [31,38,24] and nonlinear anisotropic constitutive
tissue modeling [35,40,41]. However, despite its importance, surprisingly little information is currently available on the mechanical
behavior of patches used to repair the carotid artery after endarterectomy. Furthermore, experimental studies of the human carotid
wall are also rare, with most research being performed using animal tissue. The goal of this study was to perform systematic evaluation and comparison of the biaxial mechanical behavior of
different patching materials and the carotid artery wall tissue.
Obtained quantitative comparative data may help define the patch
of choice among those currently available, but more importantly,
can guide changes in the patch construction and characteristics
to allow production of a patch with improved mechanical
properties.

Materials and Methods

the BP and synthetic patches. CCA specimens opened to the
initially curved configuration which flattened out under specimens’ own weight. Our estimations of resulting bending stresses
using the opening angle technique [36] showed that these stresses
were small compared to stresses produced by the applied loads.
Square specimens ranging from 7  7 mm to 15  15 mm in
size (depending on the size of the vessel) were then prepared.
Initial thickness of the specimen was measured with a Starrett
1010 Z gauge. The samples were attached to the biaxial device
using a standard technique [26–28] which utilizes stainless steel
hooks and loops of thick surgical nylon suture (see Fig. 1). The
hooks were attached to the specimen as close to the edges as possible to minimize the influence of edge effects on the strain field
measurements. Four graphite markers were attached to the arterial
intima to track the deformations of the specimen. The tests were
performed at room temperature in a normal saline bath with the
specimen completely immersed.
Biaxial Device Description. A custom-made soft-tissue biaxial device designed by M. Sacks (see detailed device description
in Sacks [26], Grashow [27] and Geest et al. [28,29]) presented in
Fig. 2 was used to study the response of CCA and patching materials in the longitudinal and circumferential directions.
The device consists of four translation stages (404XR, Parker
Hannafin Corp., Irwin, PA) driven by stepper motors (OS22BSNL10, Parker Hannafin Corp., Irwin, PA). The stages are
arranged around the bath that contains the specimen. The spatial
resolution for each translation stage is approximately 0.394 lm.
The translation stages are equipped with carriage arms which are
used for specimen attachment. Each arm is free to rotate about its
axis and has a pair of stainless steel pulleys. This allows the
applied forces to be equally distributed between all suture lines
that hold the specimen.
Deformations of the specimen were measured by tracking the
movements of the four graphite markers with a video camera
(Sony XCD-X700). In-plane stretch and shear angle were calculated during the test from marker displacements using a four-node
finite element technique [26,27]. The applied loads were measured
with a pair of tension/compression 250 g load cells (Honeywell
Sensotec). These load cells were selected to cover the estimated
physiological loads in the artery (see details below in the Tissue
Anisotropy section). The entire setup was placed on a vibration
isolation tabletop to minimize the vibration caused by stage
movements.

Materials for this study included 18 cadaveric human common
carotid artery specimens (CCA), nine samples of external jugular
veins (EJV), 10 distal greater saphenous veins (GSV) samples harvested at the ankle, four types of commercially available bovine
pericardium (BP) patches (a total of n ¼ 10 specimens: two samples of Synovis VG-0106 N, four samples of Synovis VG-0209 N,
two samples of Neovasc PeriPatch N and two samples of Neovasc
PeriPatch W2P9) and synthetic Acuseal PTFE (by GORE), Dacron
Hemacarotid (by GORE) and Hemashield (by Boston Scientific)
patches. Cadaveric carotid tissues were obtained using a protocol
approved by the Institutional Review Board of the University of
Nebraska Medical Center. Vein specimens were obtained as leftover tissues after carotid endarterectomy and patching following a
protocol approved by the Institutional Review Board of Veterans
Affairs Nebraska-Western Iowa Medical Center.
Specimen Preparation. Eighteen cadaveric human CCA
specimens (mean age 69 6 8) approximately 5 cm long and free of
gross pathology were harvested within six hours of death using
rapid autopsy technique [23–25]. EJVs and GSVs were obtained
fresh as leftover materials after carotid endarterectomy. Both
carotids and veins were tested within two hours of harvesting.
Prior to testing, arterial and vein specimens were cut longitudinally to release the residual stresses. Veins opened to a completely
flat configuration forming a planar sheet of tissue similar to that of
111008-2 / Vol. 133, NOVEMBER 2011

Fig. 1

Human CCA specimen prepared for biaxial testing
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Fig. 2 CCA specimen attached to the soft-tissue biaxial
device. Arrows represent directions of stretch.

Test Protocol. Prior to testing, standard weight measures were
used to calibrate the load cells and confirm their linearity. Test
protocol was load controlled and each specimen was loaded equibiaxially (same load was applied in both longitudinal and circumferential directions). Cyclic preloading of all specimens was used
to eliminate the effects of stress-softening and obtain elastic
response [30]. To ensure consistency from sample to sample, all
loading cycles were initiated at a tare load of 4.9103 N (0.5 g)
and all presented stretch data were referenced to the preconditioned tare configuration. Ten cycles of repeatable loading and
unloading were applied after which Engineering-stress-stretch
response was recorded. We note that most specimens were preconditioned after only two to three cycles. Hysteresis between the
loading and unloading stress-stretch curves that represents energy
loss during deformation was small for most specimens. Therefore
only stress-stretch curves that correspond to loading are given
further. Loading rate effect was evaluated and it was found that
varying the time required to load the specimen in the range from
30 s to 1 s showed little to no difference in the stress-stretch curves.
Data presented below were obtained during 30 s cycle. For all
specimens, shear angle calculated according to Sacks and Chuong
[31] did not exceed 3 and the influence of shear was negligible.
Tissue Anisotropy. The degree of material anisotropy can be
characterized by the ratio of tangent elastic moduli along the two
directions of stretch [31]. For nonlinear materials, such as those
presented here, the elastic moduli are not constant; therefore,
anisotropy ratio should be evaluated at certain levels of stress.

These levels were estimated considering an average CCA with
diameter of 8 mm and wall thickness of 0.8 mm under internal
pressures of 60 mm Hg (end diastolic), 120 mm Hg (normal peak
systolic) and 160 mm Hg (stage II hypertension peak systolic).
According to Laplace’s law (rhh ¼ Pd=2h) and assuming that the
arterial wall is thin, these values of pressure correspond to 40 kPa,
80 kPa and 110 kPa levels of average Cauchy circumferential
stress in the arterial wall. These levels of stress were selected for
calculation of anisotropy indexes A40 ; A80 and A110 as the difference between tangent elastic moduli along the longitudinal and
circumferential directions divided by the average tangent elastic
modulus [18]. This definition of anisotropy index was chosen versus the simple ratio of moduli due to its symmetry in describing
materials with reverse anisotropy.
Since tangent elastic moduli characterize the nonlinear material
behavior only at a particular state of deformation, we have also
defined an additional anisotropy index Aint to characterize the
“cumulative” anisotropy. This anisotropy index Aint was introduced to show the difference between the stress-stretch curves
obtained for the two directions of stretch and it was defined as the
difference of areas bound between each of these curves and the
vertical (stress) axis divided by the average area. Practical calculation of anisotropy index Aint involved numeric integration of
stress-stretch data with respect to stress in the interval from zero
to 110 kPa. We note that even though integration with respect to
strain would have been more conventional, we chose to perform
integration with respect to stress because integration over strain
would have resulted in a shorter integration base under the stresscontrolled conditions and therefore would have complicated the
integral anisotropy comparisons. Integration was performed for
longitudinal and circumferential graphs separately. Index Aint is
positive if the longitudinal direction is stiffer than the circumferential and negative in the opposite case. For isotropic materials,
these two curves coincide and the index Aint ¼ 0.

Results
Common Carotid Artery Specimens. The equibiaxial
mechanical responses in the longitudinal and circumferential
directions of 18 tested CCA specimens are presented in Fig. 3.
We found that the CCA tissue is highly nonlinear and anisotropic
and can undergo considerable stretch. Under maximum load the
observed stretches were in the range of 1.116-1.387 for longitudinal and 1.085-1.305 for circumferential directions. Stress-stretch
curves show considerable increase in arterial stiffness with
increasing load. The mechanical properties of the CCA were quite
variable between specimens.

Fig. 3 Equibiaxial stress-stretch response of CCA specimens in longitudinal and circumferential directions. Graphs were separated into two plots for better visualization.
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From 18 tested specimens, 13 were stiffer in the circumferential
direction while five were stiffer in the longitudinal direction. As
seen in Fig. 3, the anisotropy of the tested CCAs is substantial.
Tangent elastic moduli and their inter-specimen variability for
three levels of stress (40 kPa, 80 kPa and 110 kPa) are presented in
Fig. 4. Anisotropy indexes A40 ; A80 ; A110 ; Aint and their interspecimen variations are presented in Table 1 and Figs. 5 and 6.
Values of tangent elastic moduli increased with increasing stress
level, which demonstrates the stiffening effect of arteries under
increased loads (p < 0.05). In particular, stress levels corresponding to stresses associated with stage II hypertension (110 kPa
level) caused an increase in CCA tangent elastic moduli of
1.5-fold comparing to those at stresses corresponding to the ones
associated with normal systolic blood pressure (80 kPa level) and
more than 3-fold comparing to end diastolic pressure (40 kPa).
The inter-specimen variability of the calculated stiffness values
also increased with stress. Of interest, anisotropy index A110 was
closer to zero than indexes A80 and A40 which indicates that tested
CCAs were more anisotropic at low stresses than at high stresses.
The majority of the CCA specimens were stiffer in the circumferential direction than in the longitudinal (p ¼ 0.06), which resulted
in higher elastic moduli in this direction and negative values of
anisotropy indexes.

presented in Fig. 7. Similar to carotid specimens, EJVs exhibited
substantial nonlinearity and anisotropy. However, the shape of the
stress-stretch curves for the EJV is qualitatively different from
those of the carotid. The stiffness of most veins under small loads
is significantly smaller than that of the carotids which causes veins
to deform substantially until a particular stretch value is reached.
Up to this point, the graph is almost parallel to the stretch axis
(toe region), indicating very low resistance of the vein to the
applied load. However, after passing this stretch value, the stiffness of the vein increases dramatically and the vein is not able to
deform much further even when significant loads are applied. We
note that several tested specimens did not have the toe region
(such as specimen 8 on Fig. 7) which resulted in fast increase of
vein stiffness.
Seven EJV specimens were stiffer in the longitudinal direction
and two in circumferential. From these two, one specimen was
near isotropic. This result is opposite to what was observed in
CCA specimens. EJVs showed substantial variability in their
mechanical properties among different patients and a broad range
of stretches (1.026–1.152 for the longitudinal direction and
1.041–1.159 for the circumferential direction). The range of
stretches, however, was smaller than that of the carotids.
The equibiaxial responses of 10 human GSVs are presented in
Fig. 8. Similar to our findings with EJV, the GSV undergoes substantial deformation under small loads with later dramatic
increase in stiffness. All GSV specimens were stiffer in the longitudinal direction than in the circumferential.
Tangent elastic moduli and their inter-specimen variability for
EJV and GSV specimens are presented in Fig. 4. Anisotropy
indexes A40 ; A80 ; A110 ; Aint are presented in Table 2 and Figs. 5–6.
Similar to carotids, veins demonstrated increased stiffness under
increasing load which resulted in the increase of the tangent
elastic moduli along both directions of stretch. Namely, tangent
elastic moduli of veins at 110 kPa stress level were on average
more than 1.3-fold larger comparing to 80 kPa level and more
than 2.5-fold lager comparing to 40 kPa stress level. Mean elastic
moduli of the EJV were higher than those of the GSV for all three
considered stress levels. However, GSV showed higher anisotropy
compared to EJV. Similar to carotids, veins demonstrated higher
anisotropy at small loads compared to high loads. Anisotropy
indexes for veins were positive, reflecting the observation that the
majority of EJVs and all GSVs were stiffer in the longitudinal
direction than in the circumferential (p < 0.05). EJV demonstrated
broader range of longitudinal stretches, but more narrow range
of circumferential stretches compared to GSV. GSV maximum
stretches varied between 1.030–1.134 for longitudinal and
1.070–1.213 for circumferential directions. Of interest, GSVs
showed higher variability in mechanical properties among different patients than EJVs.

Vein Patches. The equibiaxial stress-stretch response in the
longitudinal and circumferential directions of nine human EJVs is

Bovine Pericardium. The equibiaxial responses of 10 commercial BP patches in both longitudinal and circumferential

Fig. 4 Values and range of tangent elastic moduli in longitudinal and circumferential directions calculated for 40 kPa, 80 kPa
and 110 kPa levels of stress for common carotid arteries (CCA),
external jugular veins (EJV), greater saphenous veins (GSV)
and two types of bovine pericardium (BP) patches (Synovis VG
and Neovasc PP)

Table 1

Anisotropy Indexes A40 ; A80 ; A110 ; Aint for Common Carotid Artery Specimens
Common Carotid Artery

No

A40

A80

A110

Aint

No

A40

A80

A110

Aint

1
2
3
4
5
6
7
8
9
10

0.09
0.35
0.04
0.24
0.31
0.04
0.41
0.21
0.08
0.38

0.19
0.31
0.32
0.32
0.23
0.37
0.41
0.30
0.13
0.59

0.43
0.46
0.37
0.23
0.24
0.67
0.38
0.22
0.12
0.59

0.13
0.21
0.24
0.36
0.31
0.21
0.51
0.21
0.08
0.08

11
12
13
14
15
16
17
18
Mean

0.37
0.32
0.06
0.53
0.08
0.40
0.29
0.40
0.15 6 0.26

0.41
0.52
0.40
0.84
0.00
0.34
0.27
0.29
0.17 6 0.36

0.25
0.47
0.50
0.67
0.16
0.45
0.25
0.22
0.1 6 0.40

0.39
0.20
0.30
0.29
0.01
0.56
0.25
0.32
0.11 6 0.28
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was quite substantial which resulted in large values of anisotropy
indexes. The mean anisotropy indexes for both types of BP
patches were positive (p < 0.05) which is opposite to what was
obtained for the CCAs. Maximum stretches observed in BP specimens were three to four times smaller than those seen in CCA
under the same loads. Namely, the range of maximum stretches
for BP was 1.006–1.093 for the longitudinal direction and
1.034–1.112 for the circumferential direction.
BP demonstrated the highest scatter of elastic moduli among all
tested materials. Of interest, scatter was substantially higher in the
longitudinal direction than in the circumferential (see Fig. 4).
Similar to carotids and veins, stiffness of the BP patches increased
and anisotropy decreased under higher loads (see Fig. 5).

Fig. 5 Anisotropy indexes A40 ; A80 ; A110 and their variations
calculated for 40 kPa, 80 kPa and 110 kPa levels of stress
respectively for common carotid arteries (CCA), external jugular
veins (EJV), greater saphenous veins (GSV) and two types of
bovine pericardium (BP) patches (Synovis VG and Neovasc PP)

directions are presented in Fig. 9. BP patches were divided into
two groups by their manufacturer to avoid possible systematic
influence of proprietary patch preparation techniques (BP patches
undergo cross-linking) on their mechanical properties. Similar to
other tissues tested in this study, BP showed substantial nonlinearity, anisotropy, and variability among different patches, even
patches with the same catalog name. Scattering of mechanical
properties for BP specimens was somewhat expected and is due to
an individually specific underlying structure of the animal tissue.
Bovine pericardium does not have expressly defined natural longitudinal and/or circumferential direction. However, all BP-derived
commercial cardiovascular patches have elongated strip shape
with recommended longitudinal and circumferential axes. We
therefore kept the names longitudinal and circumferential in our
data analysis. In four Synovis VG patches and all Neovasc PP
patches, the longitudinal direction was stiffer than the circumferential (similar to veins). In two Synovis VG specimens, the
circumferential direction was stiffer than the longitudinal (similar
to CCA). Of interest, for several BP specimens (see Table 3) the
difference between the longitudinal and circumferential directions

Fig. 6 Anisotropy index Aint and its variability calculated for
common carotid arteries (CCA), external jugular veins (EJV),
greater saphenous veins (GSV) and two types of bovine pericardium (BP) patches (Synovis VG and Neovasc PP)

Journal of Biomechanical Engineering

Synthetic (PTFE and Dacron) Patches. The synthetic patches
tested included Acuseal PTFE and two types of Dacron patches:knitted polyester Hemacarotid and knitted Hemashield. The equibiaxial responses of synthetic patches are presented in Fig. 10.
Our data show that all synthetic patches are very stiff in both
directions of stretch (>15-fold stiffer than carotid artery wall). In
addition, the behavior of PTFE and textile patches is very similar
in the two directions and the deformation behavior is almost linear
in the applied load range. This result is somewhat unexpected for
textile patches, since their knitted structure implies anisotropy.
Dacron Hemacarotid and Hemashield patches have special markings indicating their longitudinal direction and the recommended
orientation for suturing the patch to the host artery. Nevertheless,
the values of the anisotropy indexes for the tested synthetic
patches were close to zero. Tangent elastic moduli for Acuseal
PTFE, knitted Hemacarotid and knitted Hemashield patches were
27 MPa, 28 MPa, and 40 MPa, respectively.

Analysis and Discussion
Common Carotid Artery. Data on the mechanical properties
of the CCA are rather limited in the literature. Most of the previous studies evaluated arteries obtained from animals (usually
dogs) [25,32–35]. Few studies were performed on human tissues
[16,36–39]. However, these were either done using a uniaxial
experimental setup or were performed on tubular specimens. The
latter implies the presence of residual stresses.
Our results show substantial nonlinearity in the stress-stretch
response characterized by exponential increase in stiffness for all
CCA specimens. This phenomenon is well-known for cardiovascular tissue [35,36,38,40] and can be explained by the structure of
the arterial wall which is a multilayered composite. Among other
components, it contains fibers of collagen and elastin. When the
artery is load-free, stiff collagen fibers are wrinkled and the
response of the vessel is determined largely by weak elastin.
When the artery is being stretched, collagen fibers straighten out
and the overall stiffness of the tissue dramatically increases,
which results in the observed stress-stretch response. In addition
to nonlinearity, CCA specimens demonstrated appreciable anisotropy with most specimens being stiffer in the circumferential
direction than in the longitudinal. Interestingly, for several carotid
artery specimens, the anisotropy was reversed. Most specimens
exhibited higher anisotropy at smaller stress levels. Anisotropy
of the carotid artery has been reported previously [35,37–39].
Similar to nonlinearity, the observed anisotropy is related to the
internal structure of the arterial wall. Collagen fibers inside the
tissue form two helically arranged families [40,41]. The angle of
orientation as well as volume fraction of fibers and their stiffness
contribute substantially to the anisotropic response observed in
the experimental stress-stretch curves. It is well-known that biological tissues can remodel with time to accommodate the local
stress levels and other physiological conditions. This may be
partly responsible for the observed substantial patient-to-patient
variability. More studies are needed to understand the relation
between carotid tissue structure, its anisotropic response, and
NOVEMBER 2011, Vol. 133 / 111008-5

Fig. 7 Equibiaxial stress-stretch response of EJV specimens in longitudinal and circumferential directions

localized loading conditions; however, our results present first evidence of possible “reverse” anisotropy in the carotid tissue wall.
Our data also demonstrate large variability among CCA specimens and substantial range of maximum stretches. This finding is
in agreement with previously reported data by our group [16] and
others [38,39].
Synthetic Patches. The behavior of the patching materials was
studied using the same biaxial testing technique as was applied to
CCA. The synthetic patches, including Acuseal PTFE, textile

Hemacarotid and textile Hemashield, were substantially stiffer
than the carotid wall. In addition, their behavior was almost linear
in the applied load range. The observed substantial stiffness of the
PTFE patch is in agreement with work published previously by
our and other groups [16,42–45]. We have not found data on the
mechanical properties of carotid Dacron patches in the literature.
However, results obtained by other groups reporting on the
mechanical properties of Dacron grafts used for aortic replacement or bypass [18,44,46] seem to contradict our findings
and describe much larger deformations of these grafts in the longitudinal direction. We note that unlike aortic Dacron grafts that are

Fig. 8 Equibiaxial stress-stretch response of GSV specimens in longitudinal and circumferential directions

111008-6 / Vol. 133, NOVEMBER 2011

Transactions of the ASME

Table 2 Anisotropy Indexes A40 ; A80 ; A110 ; Aint for Vein Specimens (EJV and GSV)

Table 3 Anisotropy Indexes A40 ; A80 ; A110 ; Aint for Bovine Pericardium Specimens (Synovis VG and Neovasc PP)

External Jugular Vein

Bovine Pericardium Synovis VG

No
1
2
3
4
5
6
7
8
9
Mean

A40
0.67
0.13
0.26
0.11
0.58
0.04
0.11
0.59
0.89
0.15 6 0.48

A80
0.67
0.15
0.13
0.19
0.10
0.16
0.10
0.35
0.40
0.19 6 0.26

A110
0.95
0.04
0.29
0.33
0.10
0.20
0.10
0.11
0.36
0.11 6 0.38

Aint
0.96
0.21
0.90
0.08
0.31
0.02
0.49
0.65
0.69
0.41 6 0.44

Greater Saphenous Vein
No
1
2
3
4
5
6
7
8
9
10
Mean

A40
0.11
0.31
0.00
0.53
0.22
0.80
0.13
0.55
1.27
0.82
0.43 6 0.45

A80
0.08
1.00
0.18
0.59
0.40
0.29
0.00
0.67
0.67
0.12
0.38 6 0.35

A110
0.10
0.82
0.33
0.53
0.15
0.33
0.50
0.67
1.14
0.15
0.42 6 0.40

Aint
0.65
0.34
0.20
0.96
0.89
0.87
0.11
1.18
1.34
0.41
0.70 6 0.42

crimped in the longitudinal direction (which allows the cylindrical
graft to stretch longitudinally and bend without global buckling),
carotid patches are flat (not crimped). The substantial reported
stiffness of the aortic Dacron grafts in the non-crimped circumferential direction [18,44,46] is in agreement with our data.
Bovine Pericardium Patches. Similar to synthetic patches,
commercial BP patches are readily available. Compared to synthetic patches, BPs show comparable efficacy but may have a
lower incidence of recurrent stenosis [3,47,48]. Our results from
testing several commercially available BP patches showed substantial nonlinearity, anisotropy and variability among different
specimens even of the same manufacturer. In the majority of

No
1
2
3
4
5
6
Mean

A80
A110
A40
0.889
0.615
0.333
0.519
0.000
0.194
1.500
1.200
1.111
1.152
1.077
0.980
1.333
1.478
1.385
0.250
0.419
0.560
0.56 6 0.96
0.45 6 0.91
0.40 6 0.85
Bovine Pericardium Neovasc PeriPatch

Aint
0.68
0.14
1.63
1.04
1.84
0.26
0.62 6 1.04

No
1
2
3
4
Mean

A40
1.200
0.857
0.311
0.828
0.80 6 0.37

A80
1.097
1.231
0.118
0.211
0.66 6 0.58

Aint
1.56
0.66
0.39
0.81
0.85 6 0.50

A110
1.000
1.048
0.105
0.410
0.64 6 0.46

specimens, the longitudinal direction was stiffer than the circumferential (see definitions above), which is opposite to what was
observed in CCA specimens. Maximum stretches registered for
BP patches were three to four times smaller than those seen in
CCA under the same load which demonstrates increased stiffness
for the BP compared to the CCA wall. The observed high anisotropy of BP is in agreement with the findings of Sacks et al. [31],
but contradicts findings reported by Tremblay et al. [18] and Lee
et al. [49]. The latter groups reported almost isotropic properties
of glutaraldehyde treated BP specimens. However, BP tissue contains collagen fibers oriented in certain directions [31]. Its structure therefore can support anisotropy. No information is currently
available on the methods of harvesting and processing of the pericardial sac. In addition, less clear are the methods followed for
patch location and orientation within the BP sack, or details on
tissue processing during patch manufacturing that could explain
the observed patch variability. However, the presented results
show that all BP patches are significantly stiffer than the CCA.
Vein Patches. Patching with autologous venous tissue remains
the most commonly used option for closing the arteriotomy after

Fig. 9 Equibiaxial stress-stretch response of commercially available BP in longitudinal and circumferential directions
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Similar to CCA specimens, veins exhibited substantial nonlinearity and anisotropy. However their behavior was both qualitatively
and quantitatively different. Under small loads, veins were very
compliant; however, after reaching a certain limit, they gained
stiffness exponentially fast and were not stretching any longer.
Similar effect was noticed previously by Wesly et al. [52]. The
majority of EJVs and all GSVs were stiffer in the longitudinal
direction than in circumferential. This is opposite to what was
observed for the CCA. Anisotropy of GSVs is substantially larger
than the one of the carotid arteries; but similar to CCAs veins
demonstrated higher anisotropy under smaller loads. Both types
of veins were stiffer than CCA everywhere except under very
small loads. GSV comes closer to the range of the CCA response
in circumferential direction, but EJV is somewhat closer to the
CCA in the longitudinal direction.

Fig. 10 Equibiaxial stress-stretch response of commercially
available synthetic patches: Acuseal polytetrafluoroethylene
(PTFE), knitted Hemacarotid (HC) and knitted Hemashield (HS)
patches

carotid endarterectomy [3]. The veins most commonly used are
the GSV and EJV [50]. GSV is harvested from the patient’s thigh
or ankle which requires a separate incision and therefore causes
additional trauma to the patient. EJV does not require a separate
incision, but is substantially thinner than GSV, which raises
concerns of this patch becoming aneurysmal with subsequent
complications related to thrombosis or rupture. Such vein ruptures when occurring have been associated with high rates of
death or severe disability of the patient [51]. To avoid rupture or
aneurysmal expansion, some surgeons use the EJV in a doublewalled configuration. Our data show that of all patch materials
tested, vein patches have the closest mechanical properties to
those of the CCA, which nevertheless are still quite different.

Fig. 11

Comparison of Mean Properties and Analysis of
Scatter. Patching materials and carotid artery tissue were compared by calculating the mean stress-stretch responses along with
standard deviations. Mean graphs are plotted in Fig. 11. Ranges of
standard deviations are plotted separately in Fig. 12. Mean anisotropy indexes for the tested biological materials are presented in
Figs. 5 and 6.
Our results show that none of the tested patching materials
matches the stress-stretch response of the carotid artery wall even
taking into account statistical variability. All patches were stiffer
than the artery in both longitudinal and circumferential directions.
The patches with properties closer to those of the carotid wall are
the GSV (> 3-fold stiffer than CCA) and EJV (> 4-fold stiffer
than CCA), followed by BP (> 4.5-fold stiffer than CCA).
Synthetic PTFE and Dacron patches had the properties that were
the most different from the CCA (>15-fold stiffer than CCA). On
average, CCA tissue was stiffer in the circumferential direction
than in the longitudinal. However, the opposite was observed for
both types of vein patches and BP.
Substantial stiffness of patches compared to the host artery may
produce concentration of stresses in the vessel wall adjacent to the
anastomosis [15,16]. These, in turn, can result in development of
intimal hyperplasia, disruption of the suture-line and formation of
false aneurysm [14,53,54] which can eventually result in a variety
of complications including stenosis of the vessel, local hemorrhage

Mean stress-stretch curves calculated for all types of materials tested

111008-8 / Vol. 133, NOVEMBER 2011

Transactions of the ASME

Fig. 12 Standard deviations (plotted as mean and one standard deviation in each direction) of mechanical properties of the
human CCAs and materials used as patches during carotid endarterectomy. Data are presented for two directions of stretch –
longitudinal and circumferential.

or thrombosis, distal embolization and stroke, compromising the
value of the implanted patch [15,55].
All tested biological materials demonstrated substantial scatter
(see Fig. 12). The largest deviations of stretch were observed
for CCA specimens, while the lowest (but still substantial) were
registered for BP patches. Interestingly, for CCA and EJV variability was higher in the longitudinal direction, while GSV varied
more in the circumferential direction.

Conclusions
Our data point to several important conclusions. First, none of
the existing patching materials matches the mechanical response
of the carotid artery wall; therefore, there is considerable room for
improvement. Even though all tested patches were significantly
stiffer in both longitudinal and circumferential directions than the
CCA, the closest response was observed for vein patches. This
response was nevertheless still quite different than the one of the
carotid artery wall. Synthetic materials were the stiffest and therefore mechanically the least favorable to be used as carotid patches.
Second, all tested biological materials have demonstrated
significant anisotropy in their mechanical properties. The majority
of carotid artery specimens were stiffer in the circumferential
direction than in the longitudinal. Vein patches and bovine pericardium have demonstrated the opposite result with the longitudinal direction being stiffer than the circumferential. This is
important to consider when using patch materials to repair arterial
defects. Opposite anisotropy can compound the effects from the
mismatch in mechanical properties between the patch and the host
artery. Although it is not practical for vein patches, different patch
material orientation might be considered for bovine pericardium.
The outcomes of the present analysis can be used by surgeons
to select the patch of choice among those currently available for
the care of their patients undergoing carotid endarterectomy operations. Our results can also guide efforts on the development of
new types of patches using tissue engineering and other methods
[37,56–60]. The large variability of the native carotid tissue documented in this work (with individual specimen loading curves and
calculated anisotropy indices) raises the possibility of development of individualized patches that will be tailored to match tissue
properties for a specific patient. Finally, mismatch of the average
patch and carotid properties may be taken into account while evaluating the efficacy of different patches in clinical trials.

Acknowledgment
The authors wish to acknowledge Dr. Michael Sacks for his
helpful comments. This work was supported in part by NIH grants
K08HL079967 and R01AG034995 and by the grants from
Journal of Biomechanical Engineering

Nebraska Research Initiative Nanofiber Core Facility, National
Science Foundation, and UNL/UNMC Engineering for Medicine
initiative.

References
[1] ACCF/SCAI/SVMB/SIR/ASITN, 2007, “Clinical Expert Consensus Document
on Carotid Stenting: A Report of the American College of Cardiology Foundation Task Force on Clinical Expert Consensus Documents (ACCF/SCAI/SVMB/
SIR/ASITN Clinical Expert Consensus Document Committee on Carotid Stenting,” Vasc. Med. 12, pp. 35–83.
[2] Ricotta, J. J., and Piazza, M., 2010, “Carotid Endarterectomy or Carotid Artery
Stenting? Matching the Patient to the Intervention,” Perspect. Vasc. Surg.
Endovasc. Ther., 22(2), pp.124–136.
[3] Muto, A., Nishibe, T., Dardik, H., and Dardik, A., 2009, “Patches for Carotid
Artery Endarterectomy: Current Materials and Prospects,” J. Vasc. Surg., 50(1),
pp. 206–213.
[4] Awad, I. A., and Little J. R., 1989, “Patch Angioplasty in Carotid Endarterectomy. Advantages, Concerns, and Controversies,” Stroke, 20(3), pp.
417–422.
[5] AbuRahma, A. F., Robinson, P. A., Saiedy, S., Kahn, J. H., and Boland J. P.,
1998, “Prospective Randomized Trial of Carotid Endarterectomy with Primary
Closure and Patch Angioplasty with Saphenous Vein, Jugular Vein, and Polytetrafluoroethylene: Long-Term Follow-Up,” J. Vasc. Surg., 27(2), pp. 222–234.
[6] Letter, J. A. D., Moll, F. L., Welten, R. J., Eikelboom, B. C., Ackerstaff, R. G.,
Vermeulen F. E., and Algra, A., 1994, “Benefits of Carotid Patching: A Prospective Randomized Study with Long-Term Follow-Up,” Ann. Vasc. Surg., 8(1), pp.
54–58.
[7] Myers, S. I., Valentine, R. J., Chervu, A., Bowers, B. L., and Clagett, G. P.,
1994, “Saphenous Vein Patch Versus Primary Closure for Carotid Endarterectomy: Long-Term Assessment of a Randomized Prospective Study,” J. Vasc.
Surg., 19(1), pp. 15–22.
[8] Bond, R., Rerkasem, K., Naylor, A. R., Aburahma, A. F., and Rothwell, P. M.,
2004, “Systematic Review of Randomized Controlled Trials of Patch Angioplasty versus Primary Closure and Different Types of Patch Materials during
Carotid Endarterectomy,” J. Vasc. Surg., 40(6), pp. 1126–1135.
[9] Rockman, C. B., Halm, E. A., Wang, J. J., Chassin, M. R., Tuhrim, S., Formisano, P., and Riles, T. S., 2005, “Primary Closure of the Carotid Artery is Associated with Poorer Outcomes during Carotid Endarterectomy,” J. Vasc. Surg.,
42(5), pp. 870–877.
[10] Dobson, G., Flewitt, J., Tyberg, J. V., Moore, R., and Karamanoglu, M., 2006,
“Endografting of the Descending Thoracic Aorta Increases Ascending Aortic
Input Impedance and Attenuates Pressure Transmission in Dogs,” Eur. J. Vasc.
Endovasc. Surg., 32(2), pp. 129–135.
[11] Kim, S. Y., Hinkamp, T. J., Jacobs, W. R., Lichtenberg, R. C., Posniak, H., and
Pifarr, R., 1995, “Effect of an Inelastic Aortic Synthetic Vascular Graft on
Exercise Hemodynamics,” Ann. Thorac. Surg., 59(4), pp.981–989.
[12] Stewart, S., and Lyman, D., 1992, “Effects of a Vascular Graft/Natural Artery
Compliance Mismatch on Pulsatile Flow,” J. Biomech., 25, pp. 297–310.
[13] Miyawaki, F., and How, T. D. A., 1990, “Effect of Compliance Mismatch on
Flow Disturbances in a Model of an Arterial Graft Replacement,” Med. Biol.
Eng. Comput., 28, pp. 457–464.
[14] Ballyk, P. D., Walsh, C., Butany, J., and Ojha, M., 1998, “Compliance Mismatch May Promote Graft-Artery Intimal Hyperplasia by Altering Suture-Line
Stresses,” J. Biomech., 31(3), pp. 229–237.
[15] Surovtsova, I., 2005, “Effects of Compliance Mismatch on Blood Flow in an
Artery with Endovascular Prosthesis,” J. Biomech., 38, pp. 2078–2086.
[16] Kamenskiy, A. V., Pipinos, I. I., Desyatova, A. S., Salkovskiy, Y. E., Kossovich, L. Y., Kirillova, I. V., Bockeria, L. A., Morozov, K. M., Polyaev V. O.,

NOVEMBER 2011, Vol. 133 / 111008-9

[17]
[18]

[19]

[20]

[21]

[22]

[23]

[24]

[25]

[26]
[27]

[28]

[29]

[30]
[31]
[32]
[33]
[34]
[35]

[36]
[37]

[38]

[39]

Lynch, T. G., and Dzenis, Y. A., 2009, “Finite Element Model of the Patched
Human Carotid,” Vasc. Endovascular Surg., 43(6), pp. 533–541.
Scales, J. T., 1953, “Tissue Reactions to Synthetic Materials,” Proc. R. Soc.
Med., 46(8), pp. 647–652.
Tremblay, D., Zigras, T., Cartier, R., Leduc, L., Butany, J., Mongrain, R., and
Leask, R. L., 2009, “A Comparison of Mechanical Properties of Materials used
in Aortic Arch Reconstruction,” Ann. Thorac. Surg., 88(5), pp. 1484–1491.
Bond, R., Rerkasem, K., Naylor, R., and Rothwell, P. M., 2004, “Patches of
Different Types for Carotid Patch Angioplasty,” Cochrane Database Syst. Rev.,
2, p. CD000071.
AbuRahma, A. F., Stone, P. A., Flaherty, S. K., and AbuRahma, Z., 2007,
“Prospective Randomized Trial of ACUSEAL (Gore-Tex) versus HemashieldFinesse Patching during Carotid Endarterectomy: Early Results,” J. Vasc.
Surg., 45(5), pp. 881–884.
Naylor, R., Hayes, P. D., Payne, D. A., Allroggen, H., Steel, S., Thompson, M.
M., London, N. J., and Bell, P. R., 2004, “Randomized Trial of Vein versus
Dacron Patching During Carotid Endarterectomy: Long-Term Results,” J.
Vasc. Surg., 39(5), pp. 985–993.
O’Hara, P. J., Hertzer, N. R., Mascha, E. J., Krajewski, L. P., Clair, D. G., and
Ouriel, K., 2002, “A Prospective, Randomized Study of Saphenous Vein Patching versus Synthetic Patching during Carotid Endarterectomy,” J. Vasc. Surg.,
35(2), pp. 324–332.
Purinya, B. A., and Kas’yanov, V. A., 1977, “Changes in the Mechanical Properties of Human Coronary Arteries with Age,” Mech. Compos. Mater., 13(2),
pp. 251–255.
Holzapfel, G. A., Sommer, G., Gasser, C. T., and Regitnig, P., 2005,
“Determination of Layer-Specific Mechanical Properties of Human Coronary
Arteries with Nonatherosclerotic Intimal Thickening and Related Constitutive
Modeling,” Am. J. Physiol. Heart Circ. Physiol., 289(5), pp. H2048–H2058.
Patel, D. J., and Janicki J. S., 1970, “Static Elastic Properties of the Left Coronary Circumflex Artery and the Common Carotid Artery in Dogs,” Circ. Res.,
27(2), pp. 149–158.
Sacks, M. S., 2000, “Biaxial Mechanical Evaluation of Planar Biological Materials,” J. Elast., 61, pp. 199–246.
Grashow, J. S., 2005, “Evaluation of the Biaxial Mechanical Properties of the
Mitral Valve Anterior Leaflet Under Physiological Loading Conditions,”
Master’s thesis, University of Pittsburgh.
Geest, J. P. V., Sacks, M. S., and Vorp, D. A., 2006, “The Effects of Aneurysm
on the Biaxial Mechanical Behavior of Human Abdominal Aorta,” J. Biomech.,
39(7), pp. 1324–1334.
Geest, J. P. V., Sacks, M. S., and Vorp, D. A., 2004, “Age Dependency of the
Biaxial Biomechanical Behavior of Human Abdominal Aorta,” J. Biomech.
Eng., 126(6), pp. 815–822.
Fung, Y. C., 1993, Biomechanics: Mechanical Properties of Living Tissue,
Springer-Verlag, New York.
Sacks, M. S., and Chuong, C. J., 1998, “Orthotropic Mechanical Properties
of Chemically Treated Bovine Pericardium,” Ann. Biomed. Eng., 26, pp. 892–902.
Lysle, H. P., Roderick, E. J., and Parnell, J., 1960, “Mechanical Properties of
Arteries in vivo,” Circ. Res., 8, pp. 622–639.
Dobrin, P. B., and Mrkvicka, R., 1992, “Estimating the Elastic Modulus of
Non-Atherosclerotic Elastic Arteries,” J. Hypertens. Suppl., 10(6), pp.S7-S10.
Cox, R. H., 1975, “Anisotropic Properties of the Canine Carotid Artery
in Vitro,” J. Biomech., 8, pp. 293–300.
Fung, Y. C., Fronek, K., and Patitucci, P., 1979, “Pseudoelasticity of Arteries
and the Choice of its Mathematical Expression,” Am. J. Physiol., 237, pp.
H620–H631.
Delfino, A., 1996, “Analysis of Stress Field in a Model of the Human Carotid
Bifurcation,” Ph.D. thesis, Ecole Polytechnique Federale DeLausanne, Lausanne.
Gupta, B. S., and Kasyanov, V. A., 1997, “Biomechanics of Human Common
Carotid Artery and Design of Novel Hybrid Textile Compliant Vascular
Grafts,” J. Biomed. Mater. Res., 34(3), pp. 341–349.
Sommer, G., Regitnig, P., Koltringer, L., and Holzapfel, G. A., 2009, “Biaxial
Mechanical Properties of Intact and Layer-Dissected Human Carotid Arteries at
Physiological and Supra-Physiological Loadings,” Am. J. Physiol. Heart Circ.
Physiol., 298(3), pp. H898–H912.
Kasyanov, V., Ozolanta, I., Purinya, B., Ozols, A., and Kancevich, V.,
2003, “Compliance of a Biocomposite Vascular Tissue in Longitudinal and

111008-10 / Vol. 133, NOVEMBER 2011

[40]

[41]

[42]

[43]

[44]

[45]

[46]
[47]

[48]

[49]

[50]
[51]

[52]

[53]

[54]

[55]

[56]

[57]

[58]

[59]

[60]

Circumferential Directions as a Basis for Creating Artificial Substitutes,” Mech.
Compos. Mater. 39(4), pp. 347–358.
Holzapfel, G. A., Gasser, T. C., and Ogden, R. W., 2000, “A New Constitutive
Framework for Arterial Wall Mechanics and a Comparative Study of Material
Models,” J. Elast., 61, pp. 1–48.
Gasser, T. C., Ogden, R. W., and Holzapfel G. A., 2006, “Hyperelastic Modeling of Arterial Layers with Distributed Collagen Fibre Orientations,” J. R. Soc.,
Interface, 3, pp. 15–35.
van Oijen C. H. G. A., van de Vosse, F. N., and Baaijens, F. P. T., 2003,
Mechanics and Design of Fiber-Reinforced Vascular Prostheses, Technische
Universiteit Eindhoven.
Kowligi, R. R., Taylor, H. H., and Wollner, S. A., 1993, “Physical Properties
and Testing Methods for PTFE Cardiovascular Patches,” J. Biomater. Appl.,
7(4), pp. 353–361.
Lee, J. M., and Wilson G. J., 1986, “Anisotropic Tensile Viscoelastic Properties
of Vascular Graft Materials Tested at Low Strain Rates,” Biomaterials 7(6), pp.
423–431.
Chen, C., and Lumsden A. B., 2004, “Decellularized Vascular Prostheses
Resistant To Thrombus Occlusion And Immunologic Rejection,” U.S. Patent
No. 6689161.
Hasegawa, M., and Azuma, T., 1979, “Mechanical Properties of Synthetic Arterial Grafts,” J. Biomech., 12(7), pp. 509–517.
Kim, G. E., Kwon, T. W., Cho, Y. P., Kim, D. K., and Kim, H. S., 2001,
“Carotid Endarterectomy with Bovine Patch Angioplasty: A Preliminary
Report,” Cardiovasc. Surg., 9(5), pp. 458–462.
Hines, G. L., Feuerman, M., Cappello, D., and Cruz, V., 2007, “Results of
Carotid Endarterectomy with Pericardial Patch Angioplasty: Rate and Predictors of Restenosis,” Ann. Vasc. Surg., 21(6), pp. 767–771.
Lee, J. M., Ku, M., and Haberer, S. A., 1989, “The Bovine Pericardial Xenograft: III. Effect of Uniaxial and Sequential Biaxial Stress during Fixation on
the Tensile Viscoelastic Properties of Bovine Pericardium,” J. Biomed. Mater.
Res., 23(5), pp. 491–506.
Berguer, R., and Kieffer, E., 1992, Surgery of the Arteries to the Head,
Springer-Verlag, New York.
Yamamoto, Y., Piepgras, D. G., Marsh, W. R., and Meyer, F. B., 1996,
“Complications Resulting from Saphenous Vein Patch Graft after Carotid
Endarterectomy,” Neurosurgery, 39(4), pp. 670–676.
Wesly, R. L., Vaishnav, R. N., Fuchs, J. C., Patel, D. J., and Greenfield, J. C.,
1975, “Static Linear and Nonlinear Elastic Properties of Normal and Arterialized Venous Tissue in Dog and Man,” Circ. Res., 37(4), pp. 509–520.
Abbott, W. M., Megerman, J., Hasson, J. E., L’Italien, G., and Warnock, D. F.,
1987, “Effect of Compliance Mismatch on Vascular Graft Patency,” J. Vasc.
Surg., 5(2), pp. 376–382.
Weston, M. W., Rhee, K., and Tarbell, J. M., 1996, “Compliance and Diameter
Mismatch Affect the Wall Shear Rate Distribution near an End-To-End
Anastomosis,” J. Biomech., 29(2), pp. 187–198.
Costello, J. R., 2004, “The Effect of Material Properties and Hemodynamics on
Healing of Vascular Grafts in Baboons,” Ph.D. Thesis, Georgia Institute of
Technology.
Zaucha, M. T., Gauvin, R., Auger, F. A., Germain, L., and Gleason, R. L.,
2011, “Biaxial Biomechanical Properties of Self-Assembly Tissue-Engineered
Blood Vessels,” J. R. Soc., Interface, 8(55), pp. 244–256.
Konig, G., McAllister, T. N., Dusserre, N., Garrido, S. A., Iyican, C., Marini,
A., Fiorillo, A., Avila, H., Wystrychowski, W., Zagalski, K., Maruszewski, M.,
Jones, A. L., Cierpka, L., de la Fuente, L. M., and L’Heureux, N., 2009,
“Mechanical Properties of Completely Autologous Human Tissue Engineered
Blood Vessels Compared to Human Saphenous Vein and Mammary Artery,”
Biomaterials, 30(8), pp. 1542–1550.
Courtney, T., Sacks, M. S., Stankus, J., Guan, J., and Wagner, W. R., 2006,
“Design and Analysis of Tissue Engineering Scaffolds that Mimic Soft Tissue
Mechanical Anisotropy,” Biomaterials, 27(19), pp. 3631–3638.
Yang, J., Motlagh, D., Webb, A. R., and Ameer, G. A., 2005, “Novel Biphasic
Elastomeric Scaffold for Small-Diameter Blood Vessel Tissue Engineering,”
Tissue Eng., 11(11–12), pp. 1876–1886.
Mertsching, H., Walles, T., Hofmann, M., Schanz, J., and Knapp W. H., 2005,
“Engineering of a Vascularized Scaffold for Artificial Tissue and Organ Generation,” Biomaterials, 26(33), pp. 6610–6617.

Transactions of the ASME

